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Project: Walter Reed – Medical Gas Renovation

Location of Work:
WRAMC – Washington, D.C.

Name of Contractor: Ft. Berthold Development Corporation

Contract Number: DACA31-01-D-0046

Month of: April 1 – April 30, 2004

Days in Contract:
540 Days + 100 Additional
640 Total
Contract Date:


30 SEP 02

Scheduled Construction Start Date:
3 MAR 03

Original Completion Date:

23 MAR 04

Revised Completion Date:

2 JUL 04

Construction Days in Schedule:
386 Days + 100 Additional
486 Total
(Pending 35 Days for Dental WAGD)
Construction Days Elapsed:

386 days + 48 Additional

Construction Days Remaining:

62 Additional Days

Construction Time Elapsed:

87 % (based on revised completion date)

Schedule Growth:


19 %

Contract Cost:
$ 5,672,030  ($ 5,185,015 + Change Orders)
Paid to Date:
$ 3,256,500 (Including April Invoice for $ 366,599)

% Paid of Total:
57 %

Change Orders:
$ 487,015

Change Order Rate:
9.39 %

% Complete:
57 %

% Construction Time Elapsed vs % Complete:
1.52
(Completed all main riser groups.  Source equipment & Bulk Farm work nearing start dates of 6/5/04.)
% Paid vs % Complete:
1

RFIs:

RFI Turn around time:  37 calendar days   (Est. Avg)

(Includes RFIs initiated by either FBDC/KBR or ACOE)

Outstanding RFIs (4):

· Dental Vacuum Separator Galvanized vs Stainless Steel.  Addressing with submittal review.

· Dental Vacuum Controls are not Lead/Lag.  Addressing with submittal review.

· 6Z78 medical vacuum piping being used for Lab usage.  Pending RFP issuance.

· 7A Oil in Pipe.  Pending RFP issuance.

Resolved RFIs (within month):

· None.



Submittals:

Submittal turn around time:   45 calendar days   (Est. Avg excluding initial Div. 1 items)

Outstanding Submittals (2–ACOE, 1–Contractor):

Government Approval Submittals:
· None

For Information Only Submittals:

· None

Approved Submittals (within last month):

· N2 Vaporizer (Resubmittal) & Switches

· DCA Pump Submittal

· MV Pump Submittal

· MCA Pump Submittal

· Emergency Oxygen Low Pressure Connection

· Nitrogen Manifold (Resubmittal)

Disapproved Submittals (within last month):

· AHU Mezzanine

Submittals Pending Contractor Resubmission:

· Dental Source Equipment


Approved Change Orders:

$ 487,015

· Removal of Dumbwaiter



$  21,429

· Alternate Oxygen Emergency Connection
$  90,783

· Backfeed Loop




$ 370,995

· Credit for Supply of Temporary Gases

No Cost Mod

· Change for LA for 4F Urology


$    3,808

Negotiated Proposals Pending Formal Mods:

· Dental WAGD




$  59,438

· Reduce Quantities for Ceiling Tiles

($ 76,600)

Pending Change Orders (RFPs in process):

· Locks for Valves

· Revised Medical Air Intakes

Pending Change Orders (drafting RFPs):
· ER Piping

· MRI Source Equipment & Master Alarm Panel

· Revise Number and Cost of Outlets to be Repaired

Potential Claims:  None


Major Issues

Water Softener System conflict with Dental Source Equipment.  Awaiting facility/J&J relocation of units.

AHU Mezzanine.  Rejected submittal – need contractor to verify structural stability & provide signed & sealed drawings.

Oxygen & Cryo Outage.  Scheduled dates of 6/2 & 6/5/04.

Source Equipment.  Major review t “Right Size” equipment completed and submitted.  Pending contractor delivery dates.  (Submittals approved 4/27/04.)

Resolved Issues

Outlet Replacement.  Pending order of outlets and start of replacement.



Work performed by contractor this month:

Dental

· Completed new WAGd line and outlets for Dental and certified 4/3/04.

· Completed ZVB work for D & E Corridor.  Certified on 4/3/04.

· AAP connected and awaiting certificaion.  Issue concerning potential need for 2nd panel based on multiple riser/main feeds for gases.

· Repair of walls for all completed ZVBs.

Outlet Replacement

· Agreed on 1800 outlets for replacement within contract amount.

Source Equipment

· Completed demo of old electrical signal wiring from old FSC panels.

· Start of Cryogenics work scheduled for 6/5/04.  Will shut down loading dock for 1 day.  Cryogenics equipment/tanks in process of procurement.

· AHUs on-site awaiting installation after approval of other misc. equipment.  Contractor preparing drawings for AHU Mezzanine.  Sprinkler piping relocated from in way of AHU #3. 

· Outage completed on 1/19/04 for DCA in order to tie in new LA piping to the existing DCA source equipment.

· Contractor installed gantry to facilitate source equipment install in Pump Room.

Phase 16: 1st Floor ZVBs.

· Started and completed outage for 1F, 1H, 1X (Litho ZVBs completed previously).  Replaced ZVBs and fully certified 4/30/04.

Emergency Oxygen Connection and Backfeed Loop (Change Order Work).

· Started Emergency Oxygen Piping on 1.5.  Completed all piping excluding final connections.  Pending new Emergency Connection Cabinet and certification with Backfeed Loop.

· Started piping for Backfeed Loop on 7.5.  Approximately 30% complete.  Started piping on 5.5 for tie-ins to ORs.



Upcoming & Current Outages:

Riser Outages:

1F,1H, 1X

4/19 – 4/30/04
COMPLETED
O2, MA, MV (N2O)
Emergency O2 Connection
4/5/04 – current
IN PROGRESS – 60% Complete
Backfeed Loop (oxygen)
4/20/04 – current
IN PROGRESS – 30% Complete
Backfeed Loop (MA & MV)
4/20/04 – current
IN PROGRESS – 30% Complete
Pending Work/Outage:

Oxygen “Outage”
6/2/04
SCHEDULED

Loading Dock Outage
6/5/04
SCHEDULED
Cryogenics Work
6/2 – 6/25/04
SCHEDULED

AHUs & Mezzanine
Pending formal design of structure



Name: Erin Shaffer, Project Engineer, U.S. Army Corps of Engineers, Baltimore District
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